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1. Identification of test laboratory 

 

Company name SGS-TÜV Saarland Forster GmbH 

Address Saarbruecker Strasse 1 

 66706 Perl 

 Germany 
 

Laboratory accreditation D-PL-12103-01-01 

 KBA-P-00029-98 
 

Name for contact purposes MR. Karl-Heinz Forster 

Telephone (+49)-6866-93200 

Fax (+49)-6866-93201 

E-mail info@emv-forster.de 

 

 
 

Personel involved in this test report 
 

Responsible for test report:  Mr K.-H. Forster 
Responsible for testing:  Mr K.Cypher/ Mr.MSc M.Linder 
  
 

Head of test laboratory: K.-H. Forster 
 
 

Signature:                          
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2. Standards and requirements 
 
 
Tests were performed according to: 

 

MILSTD 285 

NSA 65-6 

EN50147-1 

 
 

 

 

 

 

 

 

Test environmental 

Semi-Anechoic Chamber 

Temperature 21.0 C 

Rel. humidity 51 % 

Air pressure 1013 hPa 
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3. Interpretation and overview of test results 
 
E. u. T.:    Shielding Material  
      
     Test Sample Meftex 
 
 
 
 

 
 
 
 

 Sample Meftex 
Shield attenuation test  
 
30MHz-20GHz 
 

Required by customer  
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4. Test setup shield attenuation test 
 
4.1. Mounting of samples 
 

Outside chamber 

      
 

Inside chamber 
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4.2. Test setup  30MHz-300MHz 
 
 
 
 
 
 
 
 
Range 30M to 300MHz 
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4.2.1 Test results attenuation of sample  
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4.3. Test setup shield attenuation test 300MHz - 1GHz  

 
 

Range 300MHz-1GHz 
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4.3.1 Test results attenuation of sample  
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4.4. Test setup shield attenuation test 1GHz - 20GHz  

 
 

Range 1GHz-20GHz 
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4.4.1 Test results attenuation of sample  
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5. List of test instruments 
 
 
 
 
 
 
 
 
Shield attenuation test 
 

INV # Test equipment Type Manufacturer S/N # 

#A 220 Signal Generator SML03 R&S 004/5746 

#A27-1 RF-Coaxial-Cable (N-N/3) PE302-72 Pasternack 1306 

#A220 Signal Generator SMR20,10M-20GHz Rohde & Schwarz 834671/004 

#A16 RF-Coaxial-Cable (N-N/3) PE302-72 Pasternack  1307 

#A 253 RF-Coaxial -Cable 16301 Astrolab 32061-3m 

#A257 LogPerAntenna UHALP9108A Schwarzbeck 0756 

#A258 Log PerAntenna EM6950 Electro-Metrics 705 

#A66 Biconical Antenna BBA9160 Schwarzbeck 2315 

#A67 Biconical Antenna VHBC9133 Schwarzbeck 070 

#A138 Double Ridge Horn Antenna BBHA9120D Schwarzbeck 9120D-374 

#A 263 Double Ridge Horn Antenna BBHA9120D Schwarzbeck 9120D-1532 

#A 133 RF Power Meter 4231 Boonton 86801 
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6. Photo E. u. T. 

 
 
 
 
 
 
 

Sample size 600 x 400mm  

 
 
 




